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ABSTRACT   
Optical absorption is closely associated with many physiologically important parameters, such as the 
concentration and oxygen saturation of hemoglobin, and it can be used to quantify the concentrations of non-fluorescent 
molecules. We introduce a method to quantify the absolute optical absorption based upon the acoustic spectra of 
photoacoustic (PA) signals. This method is self-calibrating and thus insensitive to variations in optical fluence. Factors 
such as the detection system bandwidth and acoustic attenuation can affect the quantification but can be canceled by 
measuring the acoustic spectra at two optical wavelengths. This method has been implemented on various PA systems, 
including optical-resolution PA microscopy, acoustic-resolution PA microscopy, and reconstruction based PA array 
systems. We quantified the optical absorption coefficients of phantom samples at various wavelengths. We also 
quantified the oxygen saturation of hemoglobin in live mice. 
Keywords: Photoacoustic tomography, acoustic spectrum, optical absorption coefficient, blood oxygen saturation 
1. INTRODUCTION  
Total, oxygenated, and deoxygenated hemoglobin concentrations ([HbT], [HbO2], and [HbR]) are fundamental 
pathophysiological parameters in biomedicine. For example, abnormally low [HbT] may be caused by loss of blood, 
nutritional deficiency, chemotherapy, inflammation, kidney failure or bone marrow problems, while abnormally high 
[HbT] may be related to exposure to high altitude, smoking, dehydration and tumors. Blood oxygen saturation (sO2), 
which is defined as [HbO2] divided by [HbT], is vital in understanding brain hemodynamics in response to sensory 
stimulations1, monitoring healing of burns2 and wounds3, and evaluating the effectiveness of chemotherapy and 
radiotherapy on tumors4. Several techniques have been developed to quantify hemoglobin concentration and sO2 in vivo, 
including near-infrared spectroscopy (NIRS), blood oxygen level dependent (BOLD) contrast magnetic resonance 
imaging (MRI), electron paramagnetic resonance imaging (EPRI), positron emission tomography (PET), and single 
photon emission computed tomography (SPECT). However, all of these modalities have disadvantages: for example, 
poor spatial resolution, relative quantification, or undesirable contrast agent injection5, 6. 
1.1 Photoacoustic tomography 
Photoacoustic (PA) tomography (PAT) has already demonstrated its ability to monitor biological hemodynamic 
functions without using exogenous contrast agents7-10. In PA imaging, the sample is illuminated, usually by a pulsed 
laser, and following the absorption of optical energy, an initial pressure is generated via thermo-elastic expansion. The 
PA waves then propagate and are detected by ultrasonic sensors. The strength of the initial pressure is directly 
proportional to the absorbed optical energy in the tissue, and therefore multi-wavelength PA measurements can yield 
optical absorption spectral information11, 12. Since ultrasound scattering is much weaker than optical scattering in 
biological tissues, PAT is capable of high resolution imaging at depths beyond the optical transport mean free path13. 
Moreover, because PA imaging inherently exploits optical absorption contrast, it usually has a higher sensitivity to 
optical absorption than other optical imaging technologies14. By measuring the optical absorption spectrum with PA 
imaging, we can potentially quantify sO2 in the same way NIRS does15, with high spatial resolution and sensitivity. 
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1.2 Challenges in quantitative PAT 
PA images are spatial mappings of the absorbed optical energy ( )A r
v
 (Jm–3), which is the product of the 
optical absorption coefficient ( )a rμ
v
 (m–1) and the fluence ( )F r
v
 (Jm–2) at location rv . To obtain the intrinsic tissue 
property ( )a rμ
v
, we must somehow compensate for the extrinsic quantity ( )F r
v
. Since the optical parameters for 
tissues are usually heterogeneous and unknown, the fluence varies from case to case and is difficult to model. As a 
consequence, compensating for the fluence in quantitative in vivo PAT is a challenge6, 16. Currently, fluence 
compensation can be done invasively5, 7, 17, 18 or non-invasively19, 20. The invasive method puts an optical absorber with 
known spectrum close to the region of interest, and then normalizes the measured PA signals from the objects with the 
amplitudes of the PA signals from the absorber. Alternatively, the incident fluence can be estimated by measuring the 
light transmission through a sample of excised tissue of the same type as the tissue overlaying the region of interest. The 
non-invasive method involves solving the radiative transfer equation (RTE) and PA wave equations with iterative 
algorithms. All of these methods are based on the linear relationship between the local fluence incident on the blood 
vessel, acquired either by experimental measurements or numerical simulation, and the peak amplitude of the PA signal. 
The temporal profile of the PA signal was also used to quantify the optical absorption coefficients21-24. This temporal 
method is self-calibrating since it depends on the relative temporal profile rather than the absolute amplitude of the PA 
signal. Therefore, it is less dependent on changes in the optical properties of overlying tissues. However, since the 
temporal profile is distorted by various factors, such as the limited bandwidth of ultrasonic detectors and the frequency-
dependent acoustic attenuation, directly fitting the temporal profile for the optical absorption may be inaccurate. 
We propose to use the acoustic spectra of the PA signals to quantify optical absorption. By carefully 
investigating the factors involved in generating the acoustic spectrum, the effects of detector bandwidth and acoustic 
attenuation are eliminated, as shown later. This method is also self-calibrating since it deals only with the relative change 
in various acoustic frequencies. Therefore, it is insensitive to fluence fluctuations. 
2. METHODS 
2.1 Quantification of optical absorption coefficients from acoustic spectra 
The acoustic spectrum ( )S ω  of the received PA signal is a function of acoustic frequency ω . It depends on 
three factors: 1) the ‘real’ object spectrum ( )O ω  measured with unit fluence, which is related to the target object’s 
shape, size, optical properties, and fluence incident directions; 2) the system dependent response ( )H ω , which is the 
Fourier transform of the PA signal from an ideal point absorber with an absorption coefficient of )(λμa  measured with 
this system; 3) the tissue related acoustic attenuation effect ( )a ω , which is related to the acoustic properties of the 
tissue that lies between the target objects and the detector. Based on the system linearity assumption, we have 
( ) ( ) ( ) ( ) ( )S F O H aω λ ω ω ω= , where )(λF  represents the optical-wavelength-λ -dependent incident fluence on 
the absorbing target. The last two terms remain unchanged when samples are measured with the same system under the 
same condition, and therefore are usually cancellable. Here the same condition means the acoustic properties of the 
tissue between the sample and the detectors are the same. An obvious example is where various optical wavelengths are 
used to excite one blood vessel. Therefore, simply dividing the PA acoustic spectrum measured at one optical 
wavelength by the spectrum measured at another wavelength, we can eliminate the system dependent effects and the 
acoustic attenuation effect.  
2.2 Implementation of the method in the optical ballistic regime 
As the first feasibility study25, we validated this idea using one form of PA imaging, optical resolution 
photoacoustic microscopy (OR-PAM)26, where the object spectrum ( )O ω  can be relatively easily modeled. In OR-
PAM, PA A-scan signals are acquired through time-resolved ultrasonic detection, and three-dimensional (3D) images 
were formed by raster scanning the ultrasonic transducer along the transverse plane [Fig. 1(a)]. The axial resolution of 
the system depended on the ultrasonic transducer bandwidth (centered at 50 MHz with 80% bandwidth), while the lateral 
resolution relied on optical focusing, which can reach the theoretical optical diffraction limit. For the system we used, 
the axial and lateral resolutions were quantified to be 15 μm and 5 μm, respectively. Therefore, the surface of blood 
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vessels with >30 μm diameter can be roughly treated as a flat surface. In this case, the acoustic spectrum of the generated 
PA signal is only related to the optical penetration depth. If we use 0F  to denote the incident fluence on the surface of 
the blood vessel, the fluence inside the blood vessel obeys Beer’s law and can be written as 0( ) exp( )aF z F zμ= −  
[Fig. 1(b)]. Here the reduced scattering coefficient is neglected, since 'sμ  is much smaller than aμ  in blood in the 
optical spectral region typically used27. The PA signal generated by the object can be written as 
( ) exp( )a aO t ctμ μ= − , (1) 
where c  is the speed of sound in the biological tissue. Fourier transformation of Eq. (1) leads to 
( )2 2
1( )
/ a
O
c
ω
ω μ
=
+
. (2) 
If the PA signals of the blood vessel are measured at two optical wavelengths, the ratio of the spectra of the PA signals 
can be written as 
2 2
0 1 20 1 11
2 2
2 0 2 2 0 2 1
( ) ( / )( ) ( ) ( ) ( )( )
( ) ( ) ( ) ( ) ( ) ( ) ( / )
a
a
F cF O H aS
S F O H a F c
λ ω μλ ω ω ωω
ω λ ω ω ω λ ω μ
+= = + . (3) 
By fitting this ratio we can derive the absolute values of 1aμ , 2aμ , and 0 1 0 2( ) / ( )F Fλ λ . 
 
Figure 1. Schematic of the OR-PAM system and experimental setup. (a) The schematic of the OR-PAM system. 
(b) The optical focus is much smaller than the targeted blood vessel, whose top surface within the optical focal 
zone can therefore be approximated as a plane. 
 
2.3 Implementation of the method in the optical diffusive regime 
We further applied this idea to acoustic resolution PA microscopy (AR-PAM)9. Figure 2(a) shows the PAM 
setup. A dye laser pumped by a Nd:YLF laser was the irradiation source. AR-PAM acquires 3D images by raster 
scanning a focused ultrasonic transducer. The lateral resolution of AR-PAM is determined by the focal diameter of the 
ultrasonic transducer (~45 µm for the 50 MHz transducer). With AR-PAM, several assumptions can simplify the 
modeling of ( , )O ω λ . First, the surface of blood vessels with diameters much larger than the lateral resolution can be 
roughly treated as a flat surface. Second, when imaging blood vessels at depths greater than one transport mean free path 
( 'tl ~1 mm in biological tissue), we can further assume that the light is completely diffused and thus the incident angles 
range randomly from 0 to π [Fig. 2(b)]. As such, ( , )O ω λ  is related only to the optical properties of the target blood 
vessel. If 1 2( ) ( )a aμ λ μ λ> , light penetrates shallower at 1λ  and deeper at 2λ  in the blood vessel. In other words, the 
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fluence decays faster at 1λ , and therefore the produced PA signal is also sharper in the time domain. As a consequence, 
1( , )O ω λ , the Fourier transform of the PA time domain signal acquired at 1λ , contains more high frequency 
components than 2( , )O ω λ . Mathematically speaking, if 1 2( ) ( )a aμ λ μ λ> , 
0 1 1 0 2 2( , ) / ( , ) ( , ) / ( , )O O O Oω ω λ ω λ ω ω λ ω λ+ > + , (4) 
where 0ω  is an arbitrary positive frequency that divides the spectrum into a high frequency band 0 02ω ω ω< <  and a 
low frequency band 00 ω ω< < . Eq. (4) is equivalent to 
0 1 1 0 2 2( , ) / ( , ) ( , ) / ( , )S S S Sω ω λ ω λ ω ω λ ω λ+ > + , (5) 
since ( )F λ , ( )a ω , and ( )H ω  can be canceled. We define 0 00( ) ( , ) / ( , )R S S d
ωλ ω ω λ ω λ ω= +∫ .  If 
1 2( ) ( )a aμ λ μ λ> , then 1 2( ) ( )R Rλ λ> , and vice versa. Therefore, we can rank ( )aμ λ  based on ( )R λ  despite the 
optical fluence decay and the aforementioned acoustic effects. If we select appropriate wavelengths, sO2 can be 
quantified from the ranking of ( )aμ λ . If 1 2( ) ( )a aμ λ μ λ> , then 
2 2HbR 1 HbR 2 HbO 1 HbO 2 HbR 1 HbR 2 2
[ ( ) ( )] [ ( ) ( ) ( ) ( )]sO 0ε λ ε λ ε λ ε λ ε λ ε λ− + − − + > , (6) 
where HbR ( )ε λ  and 2HbO ( )ε λ  are the known molar extinction coefficients (m–1M–1) of deoxyhemoglobin HbR and 
oxyhemoglobin HbO2 at wavelength λ . As a result, the range of sO2 can be quantified from Eq. (6). 
 
Figure 2. Schematic of the AR-PAM system and phantom experiment setups. (a) The schematic of the AR-PAM 
system. A dye laser pumped by a Nd:YLF laser was the irradiation source. The laser beam from the dye laser was 
delivered through an optical fiber and passed through a conical lens to provide a ring-shaped area of illumination. 
A focused ultrasonic transducer was employed to detect PA waves. (b)  AR-PAM system was used to image a 
planar blood phantom buried 1.5 mm deep in the optical scattering medium. 
 
This method can also be applied on the reflection-mode reconstruction-based PAT array systems28. Figure 3(a) 
shows the system setup. Light from a tunable dye laser pumped by a Nd:YAG laser was delivered through a fiber 
bundle. Raw PA and ultrasonic (US) RF data are acquired with a clinical US imaging system (iU22; Philips Healthcare, 
Andover, MA), and transferred to a custom-built data acquisition system. By employing the synthetic aperture focusing 
technique, we can use virtual acoustic focuses to mimic the physical acoustic focus in AR-PAM [Fig. 3(b)]. As such, we 
can make similar assumptions about the object geometry and the illumination condition, and ( , )O ω λ  is related only to 
the optical properties of the target blood vessel. Therefore, we can quantify sO2 in the same way as in AR-PAM.  
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Figure 3. Schematic of the ultrasonic array system and experiment setup. (a) The schematic of the ultrasonic array 
system. A dye laser pumped by a Nd:YAG laser was used as the irradiation source. The laser beam from the dye 
laser was delivered through an optical fiber bundle. An ultrasonic array was employed to detect PA waves. (b) 
The ultrasonic array system was used to image a phantom buried in the optical scattering medium. 
3. RESULTS AND DISCUSSION 
3.1 Quantification of the absorption coefficients with OR-PAM 
In a phantom study, the original black ink was diluted with water in six ratios ranging from 1:1 to 1:6. The 
original and diluted ink samples were sequentially placed in a container, sealed with plastic membrane, and then the 
container was placed in a water tank. PA A-line signals were acquired from these samples, and the acoustic spectra of 
the PA signals are shown in Fig. 4(a). Compared with the spectrum of the PA signal from the original ink sample, the 
spectra of the PA signals from the diluted ink samples are “shifted” to lower frequencies. Light penetrated deeper in 
lower concentration ink samples, and the corresponding PA signals decay more slowly in the time domain. Therefore, 
the spectra contain more low-frequency components. By dividing the measured spectra of any two ink samples 
frequency-by-frequency [Fig. 4(b)], we can find the absorption coefficients of both samples by fitting the resultant ratio 
curve with Eq. (3). Because parts of the spectra (grey bands) are unreliable due to the limited bandwidth detection, they 
are not used for the fitting. By pairing the spectrum from the 1:1 diluted ink sample with the spectra from other six 
samples, we quantified the absorption coefficients of all seven samples. The quantified values and their theoretical 
predictions are plotted in Fig. 4(c). The error bars indicate the fitting standard deviations. 
 
Figure 4. Quantifying the optical absorption coefficients of ink. (a) Acoustic spectra of PA signals from original and diluted black ink 
samples. (b) Ratio of the acoustic spectral amplitudes of PA signals from two samples and fitting with the theoretical formula. (c) 
Fitting result with 7 phantoms. 
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3.2 Quantification of the absorption coefficients with AR-PAM 
We used AR-PAM to image an oxygenated bovine blood phantom with four wavelengths (560 nm, 565 nm, 
570 nm, and 575 nm), where the absorption coefficients of the oxygenated blood monochromatically increase 
[ (560) (565) (570) (575)a a a aμ μ μ μ< < < ]. The blood phantom was placed in a container, and sealed with plastic 
membrane, and then the container was buried in an optical scattering medium (10% gelatin, 1% intralipid, 1.5 mm thick 
on top) [Fig. 2(b)]. PA A-line signals at four wavelengths were acquired from the samples [Fig. 5(a)], and the 
corresponding acoustic spectra of the PA signals [ ( , )S ω λ ] were calculated [Fig. 5(b)]. As shown in Fig. 5(b), the 
acoustic spectra ‘shift’ to higher frequencies as the wavelengths increase, because the absorption coefficients increase. 
We further quantified the shift by calculating ( )R λ , as shown in Fig. 5(c). The ranking results agree well with the 
spectrophotometer measurements. Using the peaks of the amplitudes to quantify the absorption coefficients is inaccurate 
[Fig. 5(c)], because of the wavelength-dependent fluence decay introduced by the scattering medium. 
 
Figure 5. Quantifying the optical absorption coefficients of oxygenated bovine blood phantom. (a) PA time 
domain A-scan signals of the planar oxygenated bovine blood phantom buried in the scattering medium. (b) 
Acoustic spectra of the PA A-scan signals. (c) Comparison of the quantification results from the amplitude 
method, the acoustic spectra method, and the spectrophotometry. 
 
3.3 Quantification of the absorption coefficients with the PAT array system 
We used the Philips array system to image a copper chloride phantom with eight wavelengths (610 nm–680 
nm), where the absorption coefficients of copper chloride monochromatically increase. In the phantom experiment, the 
copper chloride solution was placed in a container, and sealed with plastic membrane, and then the container was buried 
in an optical scattering medium (10% gelatin, 1% intralipid, 2 cm thick on top). A graphite rod was buried under the 
scattering medium to correct for the fluence. The PA image at 610 nm is shown in Fig. 6(a). PA A-line signals at eight 
wavelengths were acquired from the samples, and the corresponding acoustic spectra of the PA signals [ ( , )S ω λ ] were 
calculated [Fig. 6(b)]. As shown in Fig. 6(b), the acoustic spectra ‘shift’ to higher frequencies as the wavelengths 
increase, because the absorption coefficients increase. We further quantified the shift by calculating ( )R λ , as shown in 
Fig. 6(c). The quantification results agree well with the spectrophotometer measurements. Using the peaks of the 
amplitudes to quantify the absorption coefficients is inaccurate without fluence compensation [Fig. 6(c)], because of the 
wavelength-dependent fluence decay introduced by the scattering medium. 
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Figure 6. Quantifying the optical absorption coefficients of copper chloride phantom. (a) PA image of the copper 
chloride phantom buried in the scattering medium. (b) Acoustic spectra of the PA A-scan signals. (c) Comparison 
of the quantification results from the amplitude method, the acoustic spectra method, the amplitude method with 
fluence compensation, and spectrophotometry. 
 
3.4 In vivo experiment 
In an in vivo experiment on AR-PAM, we imaged a 5-mm by 5-mm region of the back of a nude mouse with 
five optical wavelengths. Figure 7(a) shows the PA maximum amplitude projection (MAP) image acquired with an 
optical wavelength of 575 nm. Each point in the MAP image corresponds to the maximum value of a Hilbert 
transformed PA A-line. At each of the scanning locations, we have A-lines at five wavelengths. Based on the multi-
wavelength A-lines, we calculated ( )R λ , from which we can obtain the ranking of ( )aμ λ . In non-blood vessel 
regions, the ranking appears to be completely random. Therefore, we first threshold out the non-blood vessel regions and 
then quantify the sO2 ranges using Eq. (8), with the results shown in Fig. 7(b). We then quantify sO2 in the same way, 
but using the amplitude ranking method [Fig. 7(c)]. The quantification is inaccurate, as the in vivo sO2 in arteries should 
be between 90-100% under normal conditions, because the amplitude ranking does not represent the ranking of ( )aμ λ . 
 
Figure 7. Quantifying the sO2 of blood vessels in the back of a nude mouse in vivo. (a) MAP image acquired at 
575 nm. (b) sO2 image quantified with the acoustic spectra method. (c) sO2 image quantified with the amplitude 
method.  
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4. CONCLUSIONS 
We introduce a method to quantify the absolute optical absorption based upon the acoustic spectra of 
photoacoustic signals. This method is self-calibrating and thus insensitive to variations in optical fluence. Factors such as 
the detection system bandwidth and acoustic attenuation can affect the quantification but can be canceled by measuring 
the acoustic spectra at two optical wavelengths. We quantified the optical absorption coefficients phantom samples at 
various wavelengths. We also quantified the oxygen saturation of hemoglobin in live mice.  
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